[Correlation of invasive and transcutaneous determination of capillary 02 partial pressure in ventilation endoscopies].
Transcutaneous oxygen-partial-pressure-measurement of the capillary system has proved to be a successful and reliable monitoring method, also under extreme conditions of a respirating-endoscopy with pure oxygen. The feasibility of continuous recording on an ECG-recorder with good coincidence with bloody measurements can be appreciated as being very advantageous. In unphysiological high oxygen-pressure-ranges the disadvantage of the withdrawal-caused error of the bloody determination is avoided with the transcutaneous method which delivers real values.